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ABSTRACT

TIME DOMAIN AND FREQUENCY DOMAIN ANALYSIS OF
MYOELECTRIC SIGNALS DURING MUSCLE FATIGUE.

by
Rakesh M. Maniar

Spectral analysis of the EMG signal is a useful tool for studying the complex
phenomena of fatigue. The spectral parameters of mean frequency and median frequency,
and the time domain parameter of root mean square have been used to measure localized
fatigue.
The normal values of median frequency and its decline with fatigue have not as yet
been determined in healthy subjects. This should be done in order to apply spectral
analysis for clinical evaluations of abnormal populations. Normal median frequency values
and its slope were established in this work for the upper extremity muscles of biceps,
triceps and deltoid during a pilot study. The result showed that the triceps has a lower
slope value, hence more type I fiber (fatigue resistant) as compared to that of biceps and
deltoids. In addition, a monopolar fine wire electrode referenced to a surface electrode
was compared with a bipolar surface electrode and bipolar fine wire electrodes in order to
test the monopolar fine wire electrode as a technique to measure fatigue. The result
showed that the monopolar fine wire electrode measured fatigue more reliably than the
surface electrode. Further, for bipolar fine wire electrodes, where the active electrode is
proximal to the motor point, the distance between the active electrode and the reference
electrode is important in order to measure fatigue reliably.
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CHAPTER 1

BACKGROUND

1.1 Introduction
As the population of the world increases, the need for health care increases. Recently
tremendous progress has been made in medical care, especially in such fields as neurology,
cardiology and rehabilitation medicine. A major reason for this phenomenal progress has
been the union of two important disciplines: engineering and medicine, giving a new
interdisciplinary field-biomedical engineering.
There are similarities as well differences between these two disciplines, but there is
no doubt that interaction between them has produced wonderful results. The field of
biomedical engineering is broad. It encompasses people engaged in a wide spectrum of
activities from the basic maintenance of either the body, or a piece of equipment, to
research on the frontiers of knowledge in each field [8].
One such interaction between the medicine and engineering is in the area of digital
signal processing of physiological signals like the electromyogram (EMG),
electrocardiogram (EKG), and electroencephalogram (EEG). This work documents the
digital signal processing tool developed and applied to the study of the myoelectric signal
(EMG) for two ongoing research projects on the fatigue studies of muscles at the Kessler
Institute for Rehabilitation.
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1.2 Contraction of Skeletal Muscle

1.2.1 Physiologic Anatomy of Skeletal Muscle

A skeletal muscle, usually referred to as a "muscle," is primarily a collection of striated
muscle fibers bound together and surrounded by connective tissue; the tendons by which
it is attached and the branches of blood vessels and nerves within it are also a part of the
organ.
All skeletal muscles are made of numerous fibers ranging between 10 and 80µm in
diameter. They extend the entire length of the muscle. Each fiber is innervated at its
middle by only one nerve ending, whose body is in the anterior horn cell of the spinal
cord. This termination of the nerve ending of the muscle fiber defines an area known as
the endplate region.
Each muscle fiber has a sarcolemma, myofibrils, sarcoplasm, and sarcoplasmic
reticulum. The cell membrane of the fiber is called the sarcolemma. The sarcolemma has
a thin outer layer that contains numerous thin collagen fibrils. These collagen fibrils fuse
with a tendon fiber at the end of the muscle fiber. Many such tendon fibers join together
to form the muscle tendons which insert into bones.[19]
Many myofibrils bundle together to form a muscle fiber as shown in Figure 1.1.
Each myofibril has about 1500 myosin filaments and 3000 actin filaments. These two
types of filaments are responsible for the muscle contraction. These filaments are shown
in Figure 1.2.
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Figure 1.1 Organization of skeletal muscle from the gross to myofibril level.

Figure 1.2 A myofibril and its components; the actin filaments and the myosin filaments.
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The thick filaments and the thin filaments in the diagram are myosin and actin,
respectively. They interdigitate, thereby causing alternate light and dark bands on the
myofibrils, hence the striated appearance of the skeletal muscle. The light bands are
called I band as they are isotropic to polarized light and contain only the actin filaments.
The dark bands contain the myosin filaments as well as the ends of actin filaments. They
are called A bands as they are anisotropic to polarized light.
There are numerous small projection from the sides of the myosin filaments called
cross-bridges, except in the center of the filaments. They play an important role in the
muscle contraction by interacting with the actin filaments. As shown in Figure 1.2 the
actin filament extends in both directions from the Z discs to interdigitate with the myosin
filaments. The portion between the two Z discs is called a sarcomere. The myofibrils are
suspended in the matrix inside the fiber and this matrix is known as sarcoplasm. Besides
ions, such as potassium, magnesium, and phosphate; and protein enzymes, sarcoplasam
contains endoplasmic reticulum called sarcoplasmic reticulum in the muscle fiber. It
plays a significant role in the control system of the muscle contraction.
Figure 1.3. A, illustrates an individual myosin molecule and Figure 1.3. B,
illustrates the organization of the molecules to form a myosin filament and as well as its
interaction with ends of two actin filaments on one side.
Figure 1.4 clearly shows the actin filament that is composed of two helical strands
of F-actin and tropomyosin molecules that fit loosely in grooves between the actin
strands. To one end of each tropomyosin molecule is attached a troponin complex that

5

Figure 1.3 A, The myosin molecule. B, Combination of many myosin molecules to form
a myosin filament. Also shown interaction between the heads of the cross-bridges and
adjacent actin filaments.

Active sites

F-Actin
Figure 1.4 The actin filament.

Troponin complex

Tropomyosin
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initiates contraction. In the resting state, the tropomyosin lies on the top of the active sites
of the actin strands to prevent attraction between the actin and myosin filaments. [19]

1.2.2 The Motor Unit
As described in the previous section, in the normal mammalian skeletal muscle, the fibers
never contract individually but in small groups. A group of muscle fibers is innervated by
the terminal branches of one nerve axon whose cell body is in the anterior horn of the
spinal grey matter. This cell body, its axon and all the muscle fibers it innervates
comprise a single motor unit as shown in Figure 1.5

Spinal cord
Dorsal root
ganglion
Sensory nerve
input to
cord

Skeletal
muscle
fibers

Dorsal horn
of spinal cord
Spinal nerve
Axon

Axon
Ventral
horn of
spinal
cord

Motor nerve
output to
skeletal
muscle

Cell body of
motor neuron

Tendon

Figure 1.5 Scheme of a motor unit.

This unit is the functional unit of the striated muscle. An impulse propagating down the
motoneuron causes almost simultaneous contraction of all the muscle fibers in one motor
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unit. The number of muscle fibers that are innervated by one axon varies significantly.
The muscles controlling the fine movements and adjustments have the smallest number
of muscle fibers per motor unit and the large coarse-contracting muscles have larger
motor units.
There also exists a hierarchical arrangement of motor unit sizes within the muscles.
The motor units that have smaller numbers of muscle fibers are supplied by the smaller
alpha motoneurons. These are the first ones to be excited during a contraction requiring a
progressively increasing force. Larger motor units are innervated by larger alpha
motoneurons and become activated at progressively higher force level [1]. Motor units
are recruited in order of size with the smallest ones being recruited first. In addition type I
are recruited before type II..

1.2.3 Resting and Action Potential
The muscle and nerve cells are encapsulated in a semipermeable membrane that permits
some substances to selectively pass through the membrane. These cells as described in
section 1.3.1 are surrounded by the body fluids. These fluids are conductive solutions
containing charged atoms known as ions. The principal ions are sodium (Na +), potassium
(K+ ), and chloride (C11. The resting cells allow easy entry of chloride and potassium
ions but effectively block the entry of sodium ions.[8]
Since the ions seek a balance between the inside of the cell and the outside, both
according to concentration and electric charge, the inability of the sodium to enter the
membrane results in two conditions.
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1. The outside of the cell becomes more positive than inside because of high
concentration of positively charged sodium ions.
2. In order to balance the electric charge, additional potassium ions enter the cell,
causing a higher concentration of potassium on the inside than on the outside.
Equilibrium is reached with a potential difference across the membrane, with
negative inside and positive on the outside. This membrane potential is called the resting
potential. As measurements of the membrane potential is made from inside the cell with
respect to the body fluids, the resting potential of a cell is given as negative. The reported
measured membrane potential in various cells varies from -60 to -100 mV. A cell in the
resting state is known as polarized.
When a section of the cell membrane is stimulated by the flow of ionic current or by
some externally applied energy, the characteristic of the membrane changes which allows
some of the sodium ions to enter. This entry of sodium ions constitutes an ionic current
flow which further reduces the resistance of the membrane to the sodium ions. This
results in an avalanche effect in which sodium ions rushes to try to reach a balance with
the ions outside. At the same time potassium ions which are at higher concentration
inside try to leave the cell but are unable to move as fast as the sodium ions. The net
result is that the cell has a positive potential on the inside due to the imbalance of
potassium ions. This potential is known as the action potential and is approximately +20
mV. An excited cell which displays an action potential is said to be depolarized.
Once a new state of equilibrium is reached, the ionic currents that reduced the
barrier to sodium ions cease and the membrane comes back to its original selectively
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permeable condition. The sodium ions are quickly transported to the outside of the cell by
an active process called the sodium-potassium pump. The cell becomes repolarized
returning back to its resting potential.
Figure 1.6 shows an action-potential waveform, starting at the resting potential,
depolarizing and coming back to the resting potential after repolarization. The time scale
for the action potential depends on the type of cell producing the potential. In nerve and
muscle cells, repolarization occurs very rapidly so that the action potential appears as a
spike of as little as 1msec total duration.

Figure 1.6 A typical action potential.

1.2.4 Mechanism of Muscle Contraction

The initiation and the execution of muscle contraction takes place in the following
manner
1. An action potential travels along a motor nerve to its endings on muscle
fibers. Acetylcholine, a neurotransmitter, is released by the nerve at its ending.
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2. Acetylcholine acts on multiple receptor gated protein channels and causes
them to open.
3. Large quantities of sodium ions flow into the muscle fiber membrane through
the opened channels, thereby, initiating an action potential.
4. The muscle membrane depolarizes as the action potential travels along the
membrane and deeply within the muscle fiber.
5. Inside the muscle fiber the action potential causes the sarcoplasmic reticulum
to release large quantities of stored calcium ions.
6. This calcium in turn causes the actin and myosin filaments to slide together by
the initiation of attractive forces between them. This is the contractile process and
is shown in figure 1.7.
7. The muscle contraction stops after a fraction of a second as the calcium ions
are pumped back into the reticulum.
8. Maximum contraction occurs when there is maximum overlap of the actin and
cross-bridges of the myosin filaments.
This interaction between the "activated" actin filaments and the myosin crossbridges has been explained by the "Walk-Along" theory of contraction [19]. Figure 1.8
shows the walk-along mechanism for the muscle contraction. As shown in the figure the
head of two cross-bridges attach and release from the active site of the actin filament, and
it has been postulated that:
• The attachment of the head of the cross-bridge to an active site simultaneously
causes changes in the intramolecular forces between the head and arm of the cross-.
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I

Relaxed
A

I

Contracted
Figure 1.7 The relaxed and contracted states of a myofibril, showing sliding of the actin
filaments into the spaces between the myosin filaments.

Actin Filament
Movement

Active sites
Hinges

Myosin Filament

Figure 1.8 The " walk-along " mechanism for contraction of the muscle.

Power
stroke
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bridge. This new alignment of forces causes the head to bend toward the arm and
to drag the actin filament along with it. This bending of the head is called the
power stroke.
•

The head automatically breaks away from the active site immediately after

bending.
•

The head then returns back to its original perpendicular position and combines

with a new active site farther down along the actin filament.
•

The head bends again to cause a new power stroke and the actin filament

moves further. This step cycle is repeated.
•

The force of contraction is directly proportional to the number of cross

bridges. [19]

1.2.5 Energetics of Muscle Contraction

Muscle performs work when it contracts against a load. This implies that energy is
transferred from the muscle to the external load. Mathematically, work is defined by
W=LXD

(1.1'

Where ' W' is the work output.
is the load.
`D' is the distance of movement against the load.
The energy that is required to perform the work is obtained from the chemical
reactions that take place in the muscle cell during contraction and this source of energy is
adenosine triphosphate (ATP).
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During contraction ATP is broken into adenosine diphosphate (ADP). The ADP is
rephosphorylated to form new ATP within a fraction of a second and the sources of
energy for this rephosphorylation are phosphocreatine, glycogen and oxidative
metabolism (combining of oxygen and various cellular foodstuffs to liberate ATP, the
main supplier of energy).
The efficiency of the muscle contraction is the percentage of energy input that can
be converted into work instead of heat and in muscles it is less than 20-25%. This is
because 50% of the energy in foodstuff is lost during the formation of ATP.
Muscle contractions can be classified as isometric, isotonic, and isokinetic. During
isometric contraction muscles do not change length. During isotonic contraction the
muscle shortens ( concentric ) or lengthens ( eccentric ) with tension on the muscle
remaining constant and during isokinetic contraction the velocity of contraction remains
constant.[19]

1.3 Anatomical Guide of Muscles Under Study

The most commonly tested muscles in clinical EMG are the biceps brachii, triceps and
deltoid. When screening for cervical radiculopathy ( pinched nerve at the neck ) these
muscles are often used to evaluate the fifth cervical root (deltoid), sixth cervical root
(biceps) and seventh cervical nerve root (triceps). Hence these muscles were of interest
for this study. It becomes important to understand the innervation, the origin, the
insertion, the position, the electrode insertion site, and the standard manual testing
procedure of these muscles.
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1.3.1 Biceps Brachii
This muscle is innervated by the musculocutaneous nerve which contains contribution
from the fifth and the sixth cervical nerve root. The long head of this muscle originates
from the spraglenoid tuberosity of the scapula and the short head arises from the coracoid
process of the scapula. Both heads insert on the bicipital tuberosity of the radius.
This muscle can be palpated with the subject in a supine position with arm
extended. The best electrode insertion site is into the bulk of the muscle in mid-arm
marked X as shown in Figure 1.9. The test maneuver, that is, the standard manual testing
procedure to cause voluntary contraction for this muscle, is to flex or supinate the
forearm [13].

BICEPS BRA CHIT

Figure 1.9 The biceps brachii. The electrode insertion site is shown by X.

15
1.3.2 Triceps: Lateral Head

The triceps lateral head is supplied by the radial nerve which receives contributions from
the seventh and the eighth cervical nerve roots, and the first thoracic root. This muscle
originates from the dorsal surface of the humerus above the groove for the radial nerve
and inserts into the distal aspect of the olecranon process.
This muscle can be felt with the subject in a prone position with arm abducted. The
suggested electrode placement site is immediately posterior to the insertion of the deltoid
or deltoid tubercule (DT). The placement site is shown as X in Figure 1.10. This muscle
can be tested by extension of the elbow.[13].

TRICEPS

Figure 1.10 Triceps lateral head. The electrode insertion site is shown by X. DT is
deltoid tubercule.
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1.3.3 Deltoid: Middle Head

The middle head of the deltoid muscle is supplied by the axillary nerve which arises form
the fifth and the sixth cervical nerve root. Its origin is from the acromion and insertion is

into the deltoid tubercule of the humerus.
This muscle can be palpated with the subject in a supine position with the arm at the
side and the electrode placement site (X) is halfway between the tip of the acromion (A)
and the deltoid tubercule (DT) as shown in Figure 1.11. The test maneuver for this
muscle is the abduction of the arm.[13]

DELTOID, MIDDLE

Figure 1.11 Deltoid: Middle head. X is the electrode placement site; A is the acromion
process and DT is the deltoid tubercule.

1.4 Electromyogram

Electromyographic (EMG) signals are an indication of the electrical activity of muscles
which arise whenever there is a voluntary or involuntary activity of a muscle [29]. The
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bioelectric potentials associated with muscle activity may be measured at the surface of
the body near a muscle of interest or directly from the muscle by penetrating the skin with
needle or fine wire electrodes. As most of the EMG measurements are intended to obtain
an indication of the amount of activity of a given muscle, or group of muscles, rather than
an individual muscle fiber, the pattern is usually a summation of the individual action
potentials from the fibers forming the muscle being examined.
An action potential of a muscle has a fixed magnitude, regardless of the intensity of
the stimulus that generates the response. Muscle force is increased by either increasing
the number of motor units that fire or by increasing the firing rate of the individual motor
units. The amplitude measured is an instantaneous sum of all the action potentials
generated at any given time. At any given pair of electrodes these action potential have
both positive and negative components, which sometimes add and cancel rendering EMG
a random-noise like waveform [8]. The characteristics of the EMG wave form depending
on the type of electrode, the placement of the electrode, and the activity of the muscle is
as follows:
Amplitude : 50 µV to 5 mV.
Frequency: 10 Hz to 3000 Hz.

[32].

Figure 1.12 shows a typical EMG signal obtained using surface electrodes from the
biceps brachii.
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1.5 Fatigue
Localized muscle fatigue is a term introduced by Chaffin[7]. According to his definition
the condition is characterized by a progressive increase in discomfort arising from the
active muscle as the prolonged constant force contractions at moderate to medium load
levels are maintained. The subjectively felt discomfort is accompanied by specific
changes in the EMG power spectrum (explained in section 1.6) of the muscle.
In the past, it was customary to think of muscle fatigue as the inability of a muscle
to maintain either voluntarily or involuntarily a specified force output. This contractile
fatiguability of muscles has been related to the muscle fiber types that comprise a muscle.
Muscles with predominantly slow twitch motor units ( type I) are more resistant to
contractile fatigue than those that are more evenly mixed with slow and fast twitch motor
units or a predominance of fast ( type II) fibers [1]. By twitch is meant a brief contractile
response of a skeletal muscle elicited by a single maximal volley of impulses in the motor
neurons supplying it. Further this definition of fatigue is too subjective since it relies on
the subject's desire to hold the contraction.
More recently, the concept of muscle fatigue has been considered as a continuous
time dependent process throughout the entire contraction. Under this situation, the
progression of fatigue has been associated with spectral shift of the EMG signal towards
low frequencies.[12]. This shift in the power spectrum has been shown in Figure 1.13.
Figure 1.13 A shows the spectrum of EMG before fatigue; Figure 1.13 B shows the shift
in the spectrum (peak) of EMG towards low frequencies during fatigue.

19

Figure 1.12 A typical EMG signal recorded from biceps brachii using surface electrode.

Figure 1.13 A shows spectrum of biceps brachii before fatigue; B shows spectrum during
fatigue.
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1.6 Mathematical Techniques
Use of digital computers for processing continuous or analog data involves digitizing, or
the conversion to discrete values, of the data, as well as replacing the mathematical
operations developed for the continuous data with operations for discrete data.
Sampling continuous data must be considered carefully, so that the digital data is a
true picture of the continuous data. In order to avoid problems due to aliasing, the data
must be sampled at a rate greater than twice the highest significant frequency found in the
signal. This problem, as well as others pertaining to the use of data which are discrete and
of finite length has been considered by various authors [21.
The processing formulation presented here is in discrete form to correspond to the
digital processing. The sample mean of an individual sample function, computed by time
averaging, is represented by

where X„ are the data values and N is the number of data points.
X is an unbiased estimate of the true mean value of the data points.
The EMG signal is a time and force dependent signal whose amplitude varies
randomly above and below the zero. The data is transformed to zero mean to remove the
dc level of the data. This is computed by

where n goes from 1 to N.
After zero mean estimation, the data in the defined time window is subjected to fast
Fourier transform (FFT). The Fourier transform is a signal representation that involve the
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decomposition of the signals in terms of sinusoidal (or complex exponential)
components. This kind of decomposition represents the frequency domain of the signal.
The FFT algorithm aids in the efficient computation of the discrete Fourier
transform (DFT). Basically, the computational problem for the DFT is to compute a
sequence {X(k)} of N complex valued numbers given another sequence of data {x(n)} of
length N, according to the formula [39]

To simplify further, it is desirable to define the complex-valued phase factor W n , which is
the Nth root of unity and is given by

Therefore equation (1.4) becomes

From equation (1.6) it is seen that for each value of k, direct computation of X(k)
involves N complex multiplications (4N real multiplication) and N-1 complex additions
(4n-2 real additions). Therefore, to compute all the values of a N point DFT requires N

2

complex multiplications and N 2 -N complex additions. Considering this complexity, the
FFT algorithm is used.
The FFT algorithm used is based on the number of data points in the time window.
If the number of data points (N) is a power of 2, a radix-2 fast Fourier transform
algorithm is used. Otherwise, a slow non-power-of-two algorithm is employed.[39].
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The power spectral density function (PSDF) is then estimated by multiplying the
data X(k), where k goes from 1 to N, obtained as a result of the FFT, with its complex
conjugate. This estimation is given by

This spectral estimation is the process of determining the spectrum of a signal,
based on the actual measurement of the signal. The spectrum is a representation of the
frequency content of the signal. This estimate gives the PSDF for the defined window
size (N).
Considering the PSDF P(f) as a weight function, the median frequency is computed
by [45]

where TP is the total power, f is the frequency,

fme d is

the median frequency, P is the

power spectral density at the frequency of interest ranging from low frequency (a) to high
frequency (b).The median frequency is the frequency which divides the area under the
spectral curve into two equal halves.
The mean frequency, that is, the average frequency is computed by

f

where a and b represent the bandwidth of the frequencies of interest [45].
Apart from performing frequency domain calculations from the zero mean data, the
zero mean data is also subject to time domain parameters such as the root-mean-square
(RMS) computation. The rms value is computed by [1]

These equations are organized in a flow chart as shown in Figure 1.14
demonstrating the computational part of the processing system.

Digital EMG

Mean Value

Normalized to Zero
Mean

Root Mean

Power Spectral
Density Function

Figure 1.14 Computational parts of the processing system.
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1.7 Statistical Techniques
The behavior of median frequency, mean frequency and RMS values of EMG with
respect to time, determined using formulas 1.9, 1.10 and 1.11 can be best studied by
performing linear regression analysis. Regression analysis is a statistical tool which
utilizes the relation between two or more quantitative variable so that one variable can be
predicted from the other, or others. [37]. The linear regression function can be given by
Y = A + BX

(1.12)

where X is the independent variable, Y is the dependent variable, A is the Y intercept of
the regression line and B is the slope.
The regression parameters A and B are unknown and need to be estimated from the
sample data. Once the data has been obtained the values of X and Y can be plotted. A
good estimator of the regression parameters can be obtained by the method of least
squares.
The principle of least squares estimation [23] involves minimizing the sum of the
square deviations of the observed values from the mean, that is, it is required to find the
value of the mean that makes the required sum as small as possible. The estimator slope
B is given by
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The Y intercept (A) is given by

where

Den is equation (1.15) and n is the number of data points.
Thus with the data points, slope and y-intercept values, a regression line can be
obtained. To estimated the degree to which the variables are related, correlation analysis
can performed.
Correlation analysis gives only one number -an index that gives an immediate
picture of how closely two variables move together. Correlation analysis and regression
analysis are closely related mathematically and thus correlation becomes a useful aid in
the regression analysis.
The coefficient of correlation r is given by
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The value of r ranges from -1 to 1. A Positive value of the coefficient reflects the
existence of a positive relationship, and a negative value reflects the presence of a
negative relationship. The coefficient of correlation whose value is close to +1 or -1
indicates high degree of relationship between the variables, and the coefficient whose
value is close to zero indicates a low degree of correlation [23].
Let us consider a plot which shows the behavior of the median frequency over time
as the muscle fatigues. This plot is shown in figure 1.15.

Figure 1.15 shows meaning of Linear regression parameters.
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In the figure X is the time interval, Y is the median frequency, and assuming that n points
(21 in the above figure) are available, then based on above calculations the linear
regression fit would look as shown.. The figure also shows the slope, the y-intercept
value and the correlation coefficient calculated using the above mentioned equations

1.8 Scope of the Thesis

The author was invited to participate in two ongoing research projects at the Kessler
Institute for Rehabilitation on fatigue studies of muscles. The objective was to analyze
the process of fatigue using signal processing techniques. These two project will be
referred to as group I and group II.

1.8.1 Objective and Literature Review of Group

The objective of this study was
1. To compare the frequency response of the DelsysTM and the TecaTM surface EMG
electrode.
2. Determine the normal median frequency (MF) and the slope ( index of fatigue) of MF
decline with fatigue during isometric contractions of the upper extremity muscles, viz.
biceps brachii, triceps and deltoid at 50% of maximal voluntary contraction (MVC) using
spectral analysis of the surface EMG signal.

1.8.1.1 Hypothesis A normal value for median frequency and the slope of its decline

during a fatiguing contraction exists for each muscle and has a small enough standard
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deviation so that abnormalities, such as found in neuropathies and myopathies, can be
differentiated from the normal values.

1.8.1.2 Significance Normal values of MF and MF decline with fatigue in specific
muscles at a given level of isometric contraction have not been established. If normal
values are determined for specific muscles, spectral analysis can be used clinically to
evaluate patients with fatigue producing diseases such as chronic fatigue syndrome,
multiple sclerosis, myopathies, neuropathies and motor neuron disease.

1.8.1.3 Physiologic significance of median frequency A decline in MF accompanies a
sustained muscle contraction and has been correlated with muscle fatigue. MF begins to
decrease early in a sustained contraction, prior to the subject's failure to maintain the
required level of force, indicating metabolic fatigue of the muscle. The four possible
explanations for the frequency shift:
1. changes in motor unit recruitment
2. changes in motor unit synchronization
3. change in muscle fiber conduction velocity
4. change in variability of motor unit discharge [1].
The frequencies in the low portion (0-40 HZ) of the power density spectrum reflect
motor unit firing rate, but their impact on the MF is negligible because they represent
only a small percentage of the total spectrum. Frequencies in the remainder of the
spectrum are most affected by the shape of the motor unit impulse. Motor unit shape is
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influenced by muscle fiber conduction velocity and tissue filtering properties. A decrease
in conduction velocity produces a more dispersed waveform which will have more low
frequency and fewer high frequency components. Human tissue acts as a low pass filter;
as the tissue filtering effect increases, the low frequency content of the EMG signal will
increase resulting in a lower MF
Deluca [12], in his early experiment looked at the time dependent fatigue and
frequency decay in the first dorsal interosseous (FID) and deltoid with sustained isometric
contractions held until fatigue. The stronger the contraction, the more rapid the decline in
frequency. The initial MF of the FID was greater than that of the deltoid, but their final
values are similar.
Researchers have shown that frequency compression with fatigue is related to a
decrease in conduction velocity (CV) along the muscle fiber [44]. However some
researchers have shown that while the CV decline may contribute to MF decay with
fatigue, supplementary factors must also contribute [6],[26],[34].
The median frequency has been shown to reflect the degree of motor unit
recruitment [43]. This finding indicates that MF might be used as a tool to investigate
recruitment strategies in different muscles. The median frequency is influenced by the
type of contraction (static vs dynamic, ramp vs step), muscle pH, ischemia, cooling fiber
type, immobilization, gender, and hand dominance. The most important factors pertaining
to this study are the effects of fiber type, gender and hand dominance.
The type of fiber has a tremendous effect both on initial MF and MF decay with
fatigue. Fiber type accounts for most of the differences in power density spectra of
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various muscles. Researchers have shown that the magnitude of frequency shift with
fatigue is dependent on the percentage of type II fibers with type I fibers being more
fatigue resistant [12] ,[31]. Many studies of MF behavior have not taken gender into
account. Bilodeau [3] showed that the change in MF during 5 second ramp contractions
of the biceps and triceps from 0-100% MVC follows a different pattern in males and
females. A recent study showed that gender had a significant effect on the slope of MF
decay with fatigue in biceps (-0.98 for males vs -0.64 for female) [29]. Dominance also
appears to influence the MF of a muscle. Deluca [12] compared initial MF in the left and
right first dorsal interosseio of both right and left hand subjects. It was noticed that in
males the MF was higher in the non-dominant hand of right handed subjects and no leftright differences were detected in left handed males. No right-left differences were
detected in the female subjects, but initial MF was higher in females than males. These
results have been interpreted as suggesting that the dominant, more used muscle develops
more twitch fibers resulting in a lower initial MF.
The measurement of MF using surface electrodes has been shown to have excellent
intra-subject reliability but a large degree of variability between individuals. Deluca [12]
found a coefficient of variability of only 2.4% when subjects repeated contractions of the
FDI on 3 consecutive days at 4 different force levels. Dannen [9] had five subjects
perform isometric contractions of the biceps on 5 consecutive days. The MF varied from
65 - 95 Hz for the five subjects with a standard deviation of 11.5 Hz. However, the
standard deviation for trials within each subject was 2 Hz.
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1.8.2 Objective and Literature Review of Group II
1. The objective of this group wasTo determine whether single fine wire as an active
electrode referenced to a surface electrode ( monopolar fine wire) can validly and
reliably measure muscle fatigue by the fatigue indicators median frequency (MF),
mean frequency (MNF) and root-mean-square (RMS).
2. To determine if monopolar fine wire is equivalent to or better than a bipolar surface
electrode for measuring MF, MNF, and RMS.
3. To determine what distance between two bipolar fine wires consistently and reliably
detects MF, MNF, and RMS.

1.8.2.1 Null Hypothesis
1. No differences exist between the use of bipolar surface, bipolar fine wire, and
monopolar fine wire electrodes for the detection of MF, MNF and RMS.
2. No difference in muscle fatigue measurement exists between bipolar fine wire
electrodes placed apart by a distance of one, two, or three centimeters.
3. No difference exists between bipolar fine wire electrode and monopolar fine wire
electrodes for MF, MNF, and RMS.

The characteristics of the EMG signal changes as the muscle remains in a
contracted state for an extended period of time, indicating muscle fatigue. As the muscle
begins to fatigue, there is a change in the median frequency (MF), the mean frequency
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(MNF) , the root-mean-square (RMS) of the EMG signal, and the conduction velocity
(CV) in the muscle fiber. [1],[6],[35].
As muscle fatigues there is a decline in MF and MNF [12],[14],[47] and an increase
in the RMS of the EMG signal [26],[27]. Most of the EMG studies have been performed
using surface electrodes [41]. Recently attention has turned towards the use of
intramuscular (fine wire) electrodes to measure the signal more directly, and to avoid the
impedance of the tissue overlying the muscle under study [44].
Further, fine wire electrodes also have the advantage of being able to detect deeper
muscle structures, and avoid the interfering signals from more superficial muscles.
Stashuk and Deluca [44] compared a 0.45 mm intramuscular cannula to monopolar and
bipolar surface electrodes to determine the MF of muscles contracting at 80% MVC.
They found that the surface bipolar signals had faster rates of decline and some had
higher values of MF when compared to both monopolar surface and cannula signals.
Cannula and monopolar surface signals had similar initial MF, but the monopolar surface
signal displayed greater rates of decline. Their conclusion was that spatial filtering and
intermuscular tissue impedance were responsible for the differences in spectral shifts
between the surface and indwelling methods of detection. The study does not clearly
explain how the cannula electrode signals were referenced, nor do they provide
explanation concerning their conclusions. In contrast, a previous study at the Kessler
Institute for Rehabilitation using hand-held weights until fatigue [11] showed bipolar
surface and bipolar fine wire signals to have similar initial MF, with greater MF decline
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observed in the fine wire signal. A thorough search in the literature on this subject
indicated that no similar study of this kind had ever been reported.

1.9 Body Fat Estimation

This section describes the procedure, used in both the projects, to estimate total body fat
in subjects. The purpose of fat estimation was different in both projects. For group I fat
measurement was made to find out if %body fat had any influence on establishing normal
median frequency values. For group II, it was necessary to estimate body fat in order to
standardize the depth of insertion of the fine wire electrode to ensure that the wire is in
contact with muscle fiber and not on fat.
The assessment of total body fat can be made indirectly by the measurement of
skinfold thickness [16]. The procedure involves measuring skinfold on the subscapular
and thigh using a skin fold caliper (Cambridge Scientific Industries- Lange). These
positions are shown in figure 1.16.
These two values are used to determine the body density using the formula [42]

From the body density, total body fat can be determined using the formula [18]
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The value of body fat estimated by the above procedure is then compared to the
classification table [18] to determine the category to which the subject belongs.

Figure 1.16 Location of skin fold measurements in male subjects. A : Subscapular; B:
Thigh.

CHAPTER 2

METHODS

This chapter describes the experimental setup, procedure for acquiring data and signal
processing tools used for the analysis of the time and the frequency components of the
EMG signal for the two ongoing research projects at the Kessler Institute for
Rehabilitation.
The first project concerns comparing the frequency response of the DelsysTM and
the TecaTM surface electrodes and determining the normal values for the median
frequency in upper extremity muscles during isometric contraction at 50% of maximum
voluntary contraction using the Delsys electrode. This project will be referred to as group
I. The second project concerns developing a new technique for measuring muscle fatigue
using monopolar and bipolar fine wire electrodes. This group will be referred to as group
II.

2.1 Experimental Setup for Group I
In the first part of this study, two types of surface electrodes were compared. In each
volunteer, three muscles in the upper extremity were tested with both the electrodes
placed on the muscle under study. These muscles were biceps, triceps and deltoid. All
these muscles were tested with the subject supine on a plinth with torso stabilized by a
therapist. In the second part, in each volunteer, the same three muscles in the right
upperextremity were tested in a circuit fashion using the Delsys electrode. By circuit
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fashion is meant testing all the remaining muscles before retesting a muscle. All the upper
extremity muscles were tested with the subject supine on a plinth with torso stabilized by
a therapist.

2.1.1 Electrode Placement and Mounting

For the first part for the study, after the skin of the subject was cleaned, prepped with
OMNI-PREPTM and allowed to dry, a bipolar TecaTM (#922-6030-1) surface EMG
electrode with gel on its active electrode was placed on the insertion site of the muscle
under study as discussed in chapter 1. The reference electrode was placed distal to the
active electrode with the midline of the muscle belly in the direction of the muscle fibers.
A pasteless bipolar surface EMG differential Delsys

TM

(#DE02) electrode was placed in

parallel and as close as possible to the Teca electrode. Both electrodes were attached to
the skin with cloth tape (Kendall-Curasilk). A saline-soaked strap located at the wrist
provided a ground reference.
For the second part of the study, a pasteless bipolar surface EMG differential
electrode (Delsys #DE02) was placed with its active electrode on the insertion site of the
muscle under study as discussed in chapter 1. The reference electrode was placed distal to
the active electrode along the midline of the muscle belly in the direction of the muscle
fibers. This recording, electrode was attached to the skin with cloth tape (
Kendall-Curasilk). The contacting surfaces of the electrode were depressed 1-2 mm relative to the
surrounding skin, due to elasticity of the cloth tape.The subcutaneous soft layer was
slightly compressed to raise the EMG amplitude and to obtain better signal to noise ratio.
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This dry or pasteless electrode does not require any skin preparation or paste.
However, the skin was cleaned with alcohol swabs and was allowed to dry to make it free
of dirt and oil. A saline-soaked strap located at the wrist provided a ground reference.

2.1.2 Testing Protocol
For the first part of the study the subject was required to perform 3 maximum isometric
contractions for each muscle under study. This contraction was performed against a
manual resistance offered by the tester using a hand held dynamometer (Sensotech's
precision miniature load cell #31 and signal conditioning display instrument GM unit).
The greatest value of the three trials was used as the subjects maximal voluntary
contraction (MVC). Once the MVC was found, the subject was tested at 50% of the MVC
for a 45 second period for all the muscles.
For the second part of the study the subject was required to perform 3 maximum
isometric contractions for each muscle under study. This contraction was performed
against a manual resistance offered by the tester using a hand held dynamometer
(Sensotech's precision miniature load cell #31 and signal conditioning display instrument
GM unit). The greatest value of the three trials was used as the subjects maximal
voluntary contraction (MVC). Once the MVC was found, the subject was tested at 50%
of the MVC for a 45 second period. Three such trials were performed for each muscle in
a circuit fashion with 10 minutes rest period between successive trials. It has been shown
that the median frequency recovers essentially five minutes after the contraction is
finished [12]. The subject's %body fat was determined as discussed in section 1.9

38
2.2 Experimental Setup for Group II
In this study the muscle of interest was the biceps brachii. Both fine wire and surface

electrodes were used to record the EMG signal of the biceps brachii during contraction.

2.2.1 Electrode Placement and Mounting

First, the distance between the humeral epicondyles of the nondominant arm was
measured using a set of calipers. The elbow was then flexed and maintained at 90 degrees
using a Goniometer. A line bisecting the upper and lower arm was drawn.
With the elbow maintained in a flexed position, the distance between the
acromioclavicular (AC) joint and midpoint of the antecubital fossa (ACF) was
determined. Three fourth the distance between the AC and the ACF was determined and
marked along the bisecting line of the distal upper arm. Point FW2 was marked one
centimeter distal to the intersection of these two lines. Point FW1 was marked at the
intersecting lines and point FW3 was marked exactly one centimeter below the point
FW2 along the bisecting line.
After determining these positions, 20 !Am diameter teflon coated stainless steel
composite fine wires with 2 mm of exposed end were inserted into the points FWI, FW2,
FW3 at a depth of 15-20 mm using a 27 gauge cannulated needle. This needle can be
withdrawn easily and its removal only rarely dislodges the electrode as they are retained
by the hooks at their ends. The electrodes were taped to the skin at the site of emergence
to ensure that an accidental tug does not remove them.
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Immediately next to the fine wire, the skin was cleaned , prepped with
OMNIPREPTM and was allowed to dry. A bipolar bar electrode (Teca #922-6030-1) with gel on
its active and reference electrode was attached with cloth tape(Kendall-Curasilk), with the
active electrode close to the point FW1 and the reference electrode placed distally along
the bisection line in the direction of the muscle fiber. Electrode placement on the distal
upper arm is shown in figure 2.1.

Proximal

Distal

Figure 2.1 Electrode placement on the distal upper arm. SA and SB are surface bipolar
electrodes; FW1, FW2 and FW3 are fine wire electrodes.

The bipolar electrode used was cleaned before each application to remove any
residual gel by wiping with gauze dampened in distilled water. The dead surface layer of
the skin along with the protective hair was removed to lower the electrical impedance by
light abrasion of the skin at the site of electrode placement. The gel acts at the skinelectrode interface by offering good electrical contact.
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A silver disc surface electrode with gel, attached with tape at the wrist, acted as a
ground reference. The skin beneath the ground electrode was also prepared and cleaned.

2.2.2 Testing Protocol
In order to determine 15% of the subjects lean body weight, the subject, with no
neuromuscular disease, was weighed in light clothing at the beginning of the experiment,
using a 500 pound maximum Toledo precision weight scale. Next the Subjects % body
fat was determined as described in section 1.9. Then surface and fine wire electrodes were
placed as described in section 2.2.1.
The subject was then asked to maintain the arm at 90 degrees flexion and hold a
dumbbell, weighing 15% of the subject's lean body weight, for 30 seconds. The EMG
recording from 8 channels formed as result of different combinations of monopolar and
bipolar electrodes were made as shown in table 2.1. After the subject rested for 30
minutes, the second trial was performed in a similar fashion as the first trial. The subject
was retested after one to two weeks following the same protocol.

2.3 Data Acquisition for Group I
For the first part of the study the EMG signal available at the surface of the skin was
picked up by both Teca and the Delsys electrodes. The Delsys electrode has built-in
circuitry that amplifies the signal 10 times. The EMG signal for both electodes was fed to
an isolated preamplifier (Gould #11-5407-58). This preamplifier in turn was connected
to a signal conditioner universal amplifier (Gould #13-4615-58). In the amplifier the
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signal was bandpass filtered between 30 Hz and 1000 Hz and was amplified 200-600
times (varied from subject to subject). It was always ensured that the gain of the amplifier
to which the Teca electrode was connected was 10 times higher than the Delsys, which
amplifies the signal 10 times before sending it to the amplifier, in order to make the gain
equal on both the channels for accurate comparison.

Table 2.1 Electrode configuration used for Group II
CHANNELS

* refers to active electrode; *ref refers to reference electrode;• refers to ground electrode

This universal amplifier is housed in a Gould 5900 cage. The conditioned analog
data were fed into a 12 bit resolution analog to digital interface board (Kiethley
MetraByte #DAS 1601) through a screw terminal accessory board (Kiethley MetraByte
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#STA-16). This converted digital data were stored in binary form on an IBM compatible
286 PC using data acquisition software (Kiethley MetraByte #STREAMER v3.25). The
output of the signal conditioner unit was monitored on a 4 channel digitizing oscilloscope
(TekTronix #TDS 455A) during muscle contraction to ensure absence of noise, 60 Hz
interference or motion artifacts.
For the second part of the study the EMG signal available at the surface the skin
was picked up only by the Delsys electrode. The other stages of the acquisition were the
same as the first part. In addition to acquisition of the EMG signal, the force output from
the hand held dynamometer was also fed to one channel of the AID board and was
recorded for a 45 second duration. The instrumentation details are in Appendix B and the
protocol for the data acquisition is in Appendix C.

2.4 Data Acquisition for Group II
The EMG signal from 8 different electrode configurations discussed earlier, was fed to an
isolated preamplifier (Gould #11-5407-58). This preamplifier in turn was connected to
signal conditioning universal amplifier (Gould #13-4615-58). In the amplifier the signal
was bandpass filtered between 30 Hz and[1000 Hz and amplified 200-600 times (varied
from subject to subject). Eight such universal amplifiers are housed in a Gould 5900 card
cage. The conditioned 8 channel analog data were fed into a 12 bit resolution analog to
digital converter interface board (Kiethley MetraByte #DAS 1601) through a screw
terminal accessory kit (Kiethley MetraByte #STA-16). The converted data were then
stored in binary form in an IBM compatible 286 computer using data acquisition software
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(Kiethley MetraByte # STREAMER V3.5). The output of the signal conditioner units
were monitored using a 4 channel digitizing oscilloscope (Tektronix #TDS 455A) during
muscle contraction to check for signal free of any noise or artifact.

2.5 Data Analysis for Group I
For both the parts of the study data analysis was performed off-line. The data were
sampled at 2000 samples per second which limited the spectral frequency range to 1000
Hz. However, in this study the PSDF was defined in the range of 30 Hz -512 Hz because
no useful information was found beyond 512 Hz and it has been pointed out {kwan] that
below 30 Hz there exists low-frequency noise due to polarization potentials and motioninduced potentials between the skin and electrode that render very low frequency
observations useless.
For the first part of the study the entire 45 seconds of the EMG signal from both the
electrodes stored in binary form was imported to an IBM compatible 486 computer for
fast digital signal processing. The data stored in binary mode were converted to ascii
using special software (Kiethley MetraByte #STREAMER v3.5 - UNPACK utility). This
unpack utility places a comma (,) as the delimiter between the data points and also places
channel numbers in the first row of the converted ascii file. The ascii data file with
comma as delimiter between the data is not in a form compatible with MATLABTM v4.2b
(The Math works Inc.). Hence the unpack code, written in C language, was modified to
make the converted ascii file free of channel numbers in the first row of the file and to
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remove the comma after each data. This modified code is named KUNPACK2.
MATLAB was the signal processing software used for the analysis.
The 45 sec file was divided into blocks of 2 sec of data. The first block of data was
rejected to compensate for delay and any muscle movement artifact often observed during
the first second of contraction, and for each of the remaining 21 block of the 2 channels
of the raw data, the sample mean was computed in order to remove the DC level from the
data. Next the FFT was applied on the transformed data to obtain the PSDF. From the
resulting PSDF the median frequency was computed as described in the previous chapter.

This resulted in 21 median frequency points for each channel were passed into a program
developed to perform linear regression by the method of linear least squares. The slope
(the fatigue index), y-intercept ( the initial median frequency) and correlation coefficient
were obtained for the fit. The output of the plot was studied to observe the changes in
median frequency over the 45 sec contraction. The y intercept, which reflects the initial
median frequency, that is, frequency just at the beginning of the contraction, and the
slope, which indicates the amount of fatigue, were then used to understand the nature of
fatigue and the correlation coefficient value was used to see how the median frequency
points are related to one another. However, the most important parameter of interest was
the initial median frequency value ( y intercept) as it reflects since we wanted to compare
the frequency response of both electrodes tested at the same time and under the same test
conditions.
All algorithms were coded in Matlab Language. The program requested the name of
the file to be analyzed and the size of the block for analysis and produced 2 plots.
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1. Raw EMG data report for both the channels.
2. Median frequency plot for both the channels with slope, y-intercept and correlation
coefficient values.
The analysis in the second part of the study was the same as fir the first part except
that the data processed were the EMG signal picked up by the Delsys electrode and the
force output from the transducer. All algorithms for analysis were coded in Matlab
language. The program requested the name of the file to be analyzed and the size of the
block for analysis and produced 3 plots.
1. Raw EMG data report.
2. Raw force report.
3. Median frequency plot with slope, y-intercept and correlation coefficient values.
See Appendix D for flow chart and programming details.

2.6. Data Analysis for Group II
Data analysis was performed off-line. In this study the data were sampled at 3000
samples per second which limited the spectral frequency range to 1500 Hz . The high
sampling rate was chosen for this study as it was assumed that the fine wire EMG signal
can contain frequencies as high as 1000 Hz. In this study the PSDF was defined in the
range of 30 Hz-1000 Hz. The sampling rate chosen is well within the limit defined in the
sampling theorem, which states that the sampling rate must be at least twice the highest
frequency found in the signal.
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The entire 30 seconds of 8 channel EMG signal stored in binary form was
transferred to an IBM compatible 486 PC for fast processing. The data stored in binary
form was converted to ascii form as described in section 2.5.
Due to limitations in the unpack utility for handling large samples of data and large
memory requirement in MATLAB a batch program was developed to divide the 30
seconds of 8 channel EMG signal into 15 files of 2 seconds each. Each of the 2 second
files contained 8 channels of data.
This study involved comparing the median frequency, mean frequency and root mean
square value of the EMG between surface and fine wire electrodes. A program was
developed in MATLAB language which loaded 2 second files one after the other. The
first 2 seconds of data was rejected to compensate for any delay. Each loaded 2 second
file was first processed channel by channel to compute the sample mean and the data
were then transformed to zero mean for reasons described in the previous section. The
fast Fourier transform was applied on the transformed data to obtain the PSDF. From this
resulting PSDF, mean frequency and median frequency were computed as described in
the previous chapter. The raw EMG data was sent to a subprogram developed to calculate
the root mean square value (RMS) to observe EMG changes in the time domain.
Similarly, the remaining sections were processed to obtain 14 median frequencies,
14 mean frequencies and 14 rms points for each channel. These 14 points of frequency
domain and time domain signals were passed into a program developed to perform linear
regression by the method of least squares. The slope (the fatigue index), y-intercept (the
initial frequency/rms) and correlation coefficient were obtained for the fit. The output of
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the plot was studied to see how these time domain and frequency domain parameters
behave over 30 sec contraction for each of the channels.
Programs were required for creating fifteen 2 second files and for signal processing.
The first program asked for the name of the binary file and converted a 30 sec file to 15
ascii files of 2 seconds each. The other program requested the name of the file, the size of
the block for analysis and total duration of the experiment and produced 32 plots as
follows:
1. 8 raw EMG data reports.
2. 8 root mean square plots.
3. 8 median frequency plots.
4. 8 mean frequency plots.
Figure 2.2 shows the block diagram of the instrumentation system common to both the
projects.
See Appendix D for the flow chart and programming details.
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ELECTRODES.

Figure 2.2 Block diagram of instrumentation system common to both the projects except
for the force transducer which was used only for group I

CHAPTER 3

RESULTS

This chapter details the result of the pilot study of the two ongoing research projects as
described in chapter 2. The experiments for both projects were performed as per the
protocol described in the previous chapter and the results obtained were as follows:

3.1 Results of Group I
In this section, before discussing the experimental results, we will discuss the part of the
study concerning the comparison of two different kinds of surface electrodes.

3.1.1 Comparison of DelsysTM and TecaTM Surface EMG Electrode:
The objective of this group was to find the normal median frequency in the upper
extremity muscles during isometric contraction at 50% MVC using surface EMG. It has
been widely reported that a higher initial median frequency (IMF),( the value at the
beginning of a sustained contraction ) value was obtained using the Delsys electrode [6] .
The high initial median frequency is important because it shows wide frequency response
of the Delsys therefore, more information about the EMG is being picked up. Further, this
parameter is clinically important as reported in previous studies [30] that their exists
difference in the IMF between the normals and the patients with neuromuscular disease
such as myopathies and neuropathies. It has also been reported that myopathy subjects
have shown high IMF compared to the normals and those with neuropathy have show
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less IMF. Hence this parameter becomes very important for the second part of this study
concerning finding the range of IMF for the different muscles. Therefore the investigators
wanted to compare the Delsys electrode with the Teca electrode, which was used in
previous studies [11].
After preparing the skin, as explained in the section 2.1.1, both electrodes were
placed adjacent to one another over the upper extremity muscles, the biceps, triceps and
deltoid. The muscles were tested as described in chapter 2 for a 30 sec duration. The
EMG signal obtained simultaneously from both electrodes were processed for median
frequency and subsequent linear regression and correlation analysis. The y-intercept ( the
initial median frequency) , slope (the fatigue index) and the correlation coefficient for all
experiments were computed. Since the parameter of interest was the initial median
frequency, its value obtained from several trials is shown in table 3.1.

Table 3.1 DelsysTM Vs TecaTM with regards to initial median frequency

It is observed from the table that the initial median frequency ( y-intercept) value,
except for a few cases, is higher for the Delsys electrode than for the Teca electrode. F
Figure 3.1 shows the comparison of both the electrodes with ch1 representing the Delsys

51
electrode and ch2 representing the Teca electrode. Therefore, because of these result, the
Delsys was used for the remainder of the study.
chi and ch2 of k101094d

interval number

Figure 3.1 shows the comparison of the Delsys (ch1) with the Teca (ch2) surface EMG
electrode of trial 4 on deltoid muscle.

3.1.2 Experimental Results
A pilot study on the manual testing of the upper extremity muscles, the biceps, triceps
and deltoid, was performed in circuit fashion 3 times as described in section 2.1 on 6
male volunteers (mean age, 25 (standard deviation (SD) 3) years; mean height, 70 (SD 3)
inches; mean weight, 159.7 (SD 20.3) lbs; mean body fat, 17 (3.5 SD) %). The slope, y
intercept and correlation coefficient values obtained as a result of applying a linear fit to
the median frequency points obtained from each trial has been tabulated in table 3.2.
Figure 3.A shows plot of raw EMG and B shows the force level maintained at 50% MVC
during that trial. Figure 3.3 shows one trial with a correlation coefficient -0.890.
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Table 3.2 shows the linear regression and correlation parameters of the 3 muscles.(values
followed by asterisk (*) were not used for the mean computations).
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c121694b raw data report

Force maintained at 50% Maximal Voluntary Contraction

Figure 3.2 (A) shows EMG and (B) shows the force level maintained at 50% MVC by
subject 5, trial 2, triceps

c121694b.1 sequential 2 sec, intervals

N

0

a
e

u..

q
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Figure 3.3 shows least squares fit to median frequency data: good fit subject 5, biceps,
trial 2.
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The mean value of the 3 trials of each muscle was computed for all the volunteers.
The trials with correlation coefficient less than 0.5 were rejected. The normal range of
values of median frequency and slope based on mean initial median frequency value and
mean slopes of 6 subjects for the three muscles were computed and the result is shown in
table 3.3 with 95% confidence interval.

Table 3.3 shows the range of normal median frequency values of 3 muscles.

SD refers to standard deviation

The results showed a wide range for the median frequency of the biceps muscles
(59.2 to 144.4 Hz). We believe that such a wide range of the median frequency for this
muscle may be because the test was performed on only 6 subjects which gave us a high
standard deviation of 21.3. However, we believe that by completing this study on 62
subjects we will see a smaller range.
A non parametric analysis of variance was performed to check for any significant
differences in the initial median frequency and the fatigue index of the 3 muscles. A p
value of 0.164 (Kruskal-Wallis test) for the initial median frequency and 0.106 for the
slope was obtained based on the data available from the 6 volunteers. This analysis
showed no significant differences in the initial median frequency and slope among the
three muscles.
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3.2 Results of Group II
This section documents the results from a pilot study obtained by testing six subjects with
no prior neuromuscular diseases. Each subject was tested as per the protocol discussed in
section 2.2.2. The eight channels of simultaneous recording of EMG signals were
processed for median frequency, mean frequency and root mean square computations.
These parameters were subjected to linear regression and correlation coefficient
calculations to obtain slope, y-intercept and correlation coefficient.
The slope, y intercept and correlation coefficient values of median, mean , and rms
values of all 4 trials for all the subjects is listed in table 3.4, table 3.5 and table 3.6 in
Appendix A respectively. Recalling the objective of this study, channels 1 (SA-SR), 2
(FW1-FW2), 3 (FW2-FW3), 4 (FW1-FW2), 5 (FW1-SA) and 6 (FW1-SR) were of
interest in order to compare monopolar fine wire (5 and 6) with surface (1) and bipolar
fine wire (2). A crude analysis was done to find the range of initial median frequency ,
initial mean frequency and their corresponding slope for each of these channels from the
data whose correlation coefficient was 0.5 or better. This range of values has been
summarized in table 3.7.
Figure 3.4 A shows a least square line fit to median frequency data for subject 1,
trial 1, monopolar fine wire (FW1-SA) and B shows the least square fit to the mean
frequency for the same subject. Figure 3.5 A shows a least square line fit to the rms data
for the same subject and B shows subject 3, trial 1 for monopolar fine wire (FW1-SA) (a
poor fit).
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Table 3.7 Range of values for y intercept and slope of median and mean frequency.

Figure 3.4 A. Least square fit to median frequency data: good fit subject 1, trial 1,
monopolar fine wire; B. Least square fit to mean frequency for the same subject.
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s121094a.5 sequential 2 see

A
Figure 3.5 A. Least square fit to rms data: good fit subject 1, trial 1, monopolar fine wire;
B. Least square fit to median frequency data poor fit subject 3, trial 1 for monopolar fine
wire.

The rms values were not taken into consideration because we obtained ambiguous
results which varied from subject to subject. Considering subjects 1,5 and 6 in table 3.6
the rms value increases with fatigue (slope is positive) for all the trials and for all the
channels but it decreases with fatigue in the other subjects. In all the subjects the initial
median frequency for monopolar fine wire referenced to surface active (FW1-SA (5) ) has
a value less than bipolar fine wire (FW1-FW2) but greater than surface electrodes for all
data points where the correlation coefficient was 0.5 or higher. The slope showed a
similar trend except for subjects 2 and 3 where the slope value of the surface electrodes
was greater than that of monopolar fine wire. However the initial mean frequency and
the slope of monopolar fine wire were greater than those of the surface electrode but less
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than the bipolar fine wire (FW1-FW2) in all the subjects. This argument can be easily
understood by comparing values between channels 1, 2 and 5 in Table 3.7 in Appendix A.
See Appendix E for power analysis computations for both groups.

CHAPTER 4

DISCUSSION AND CONCLUSIONS

4.1 Discussion and conclusions for Group I
Before performing the actual pilot study, a comparison was made of the initial median
frequency value obtained from simultaneously recording of EMG signals from the Delsys
and the Teca electrodes. We saw a higher initial median frequency values for the Delsys
electrode in most of the cases. This suggests that despite the of low pass filtering effect of
the skin, the Delsys electrode, because of its built in circuitry, picks up higher frequency
components of the EMG signal than the Teca electrode indicating better frequency
response.
In the experimental study the normal median frequency and slope (fatigue index)
values obtained for 3 muscles based on data from 6 subjects as follows:
Biceps

initial median frequency: 59.2 Hz to 144.4 Hz
slope: -1.6 to -0.3

Triceps

initial median frequency 72.0 Hz to 98.0 Hz
slope -1.2 to -0.07

Deltoid

initial median frequency 72.1 to 122.5 Hz
slope -1.78 to -0.18.

The results of non parametric ANOVA listed in the previous chapter showed no
significant difference in the initial median frequency and slope between the three
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muscles. However, these values were based on only few subjects and we may see
significant differences when testing all 62 subjects.
Although the results do not show significant differences, trends in the data suggest
the following possible discussion. The value obtained for slope suggests that triceps
fatigues less compared to equal fatiguing of biceps and deltoid. This observation suggests
that the amount of type I fiber (most fatigue resistant) is greater in the triceps compared to
the other two. However, this observation is contrary to another study by Johnson, Polgar,
et al [22] on distribution of fiber types in human muscles suggesting less number of type I
fibers in triceps compared to both biceps and deltoid. However, our results were based on
only six subjects and to validate this result and to establish normal median frequency
values a power analysis (Appendix E) showed 62 subjects were needed to consider the
study both clinically and statistically significant.
From the result, it was also observed that a lower correlation coefficient was
obtained when the subject was unable to maintain a steady force level. Though we took
the mean of the three trials to calculate a single mean and slope value of a subject for
each muscle no consideration was made for variation in the force level. The author
suggests that the force signal needs to be further processed to decide between good data
and bad data. One such processing system that can be considered has the following steps:
1. Calculate the average value of the force level maintained by the subject during his
contraction ( X).
2. Define the range(low (a) - high (b)) between which the mean value should lie in order
to consider whether the data is good or bad .
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3. Compute the deviation of force from the mean for every instant of time.
4. Estimate standard deviation (SD)of the deviated values.
5. Compute 95% confidence interval (X ± 25D).
6. Check to see if the original force values lie within the 95% confidence interval.
7. The data within these confidence interval will be considered as good data.
This whole sequence can be well understood by the flow chart shown in Figure 4.1.
Admittedly, this algorithm has to be tested and if it fails then another method of
processing force will have to be developed.
In conclusion, once the normal median frequency values for the upper extremity
muscles become available based on the data from 62 subjects , spectral analysis can be
used clinically to evaluate patients with fatigue producing diseases such as chronic
fatigue syndrome, multiple sclerosis, myopathies, neuropathies, and motor neuron disease
by comparing the median frequency values with the normal. Further, this study will
enhance the current clinical EMG evaluations by proposing a new technique to study
fatigue by testing muscles using a hand held dynamometer, manual muscle testing
techniques, and standard processing equipment.

Figure 4.1 shows flow chart for processing force. a and b represent the lower and the
higher values respectively for accepting data as good data.
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4.2 Discussion and Conclusions for Group II
The objective of this study was to determine whether a single fine wire as the active
electrode referenced to a surface electrode ( monopolar fine wire) can validly and reliably
measure muscle fatigue; and to determine if monopolar fine wire is equivalent to or better
than a bipolar surface electrode. Another objective was to determine what distance
between two bipolar fine wires consistently and reliably detects fatigue. Having placed
the electrode on the biceps as shown in figure 2.1 and testing the different combinations
(refer table 2.1) at the same time for 30 sec duration gave the results as discussed in
chapter 3.
Monopolar fine wire, that is fine wire 1 as the active electrode referenced to the
active electrode of the surface bar electrode (FW1-SA), showed a higher value of initial
median frequency and initial mean frequency as compared to the surface electrode. It was
also observed that except for two subjects, the slope (fatigue index) values of monopolar
fine wire was higher than bipolar surface electrodes when median frequency was the
parameter under study and for all the subjects with mean frequency. This higher value of
y intercept, which is the measure of initial median frequency and slope, which is an
indicator of the amount of fatigue of the muscle, indicates that monopolar fine wire
because of its higher slope value may be better than a bipolar surface electrode for
measuring fatigue via mean and median frequency. This higher slope value may be
reflection of accurate frequency response and accurate positioning of monopolar fine wire
electrode with respect to the motor point.
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Recall that we had 3 bipolar fine wire configurations: fine wire 1 (FW1) referenced
to fine wire 2 (FW2) that is (FW1-FW2), as well as (FW2-FW3) and (FW1-FW3), and
we found that the initial median frequency, mean frequency and slope for monopolar fine
wire (FW1-SA) was less than bipolar fine wire (FW1-FW2) for all the subjects. However,
when the initial median frequency, mean frequency and slope of monopolar fine wire
were compared with that of the other two bipolar fine wire (FW2-FW3) and (FW1-FW3),
we observed that parameters were higher for monopolar than that of both bipolar in some
of the subjects and vice versa in others. The amount of differences should be tested
statistically by non parameteric analysis of variance (ANOVA).
Referring to figure 2.1 and recalling the distances between three fine wire FW1,
FW2, FW3, We compared the slopes ( fatigue index) of all the three bipolar fine wire
(FW1-FW2), (FW2-FW3) and (FW1-FW3) in order to test our third objective as to what
distance between two bipolar fine wire consistently and reliably detects fatigue. It was
observed that the slope of bipolar (FW1-FW2) was higher than that of the other two
bipolar electrodes but the slope of FW1-FW3 was lower in most of the subjects as
compared to FW2-FW3. The possible discussion to this difference could be that FW1FW2 (1 cms apart) showed greater fatigue as compared to FW2-FW3 and FW1-FW2
because of FW1 being closer to motor point. However, despite FW1 being more proximal
to motor point than FW2, the slope indicated by FW1 and FW3 separated 2 ems apart
showed less fatigue compared to FW2 and FW3 separated 1 cms apart. This suggests that
as far as bipolar fine wire is concerned apart from the proximity of the electrode to motor

65
point the distance between the electrode to which it is referenced is also important in
order to reliably measure fatigue.
Referring back to table 3.2 and figure 2.1 we have 3 combinations of monopolar
fine wire electrodes (FW1-SA), (FW1-SR) and (FW3-SR) , We observed that the initial
frequency and slope values for monopolar fine wire (FW1-SR and FW1-SA) were higher
than monopolar fine wire (FW3-SR). This observation suggests that although the distance
between the fine wire electrode (FW3) and the surface reference (SR) was less than the
distance between FW1 and SR, the fatigue indicated by FW3-SR was less than that
indicated by FW1-SR or FW1-SA. One possible explanation is that as far as monopolar
fine wire is concern the electrode with respect to the motor point and not the distance
between the electrodes reliably measure fatigue.
The bipolar fine wire (FW1-FW3) and (FW3-FW1) showed almost similar values
for initial frequency and slope values rendering one of the channels redundant. It appears
that the results from monopolar fine wire (FW1-SA) and (FW1-SR) have to be tested
statistically to see if there exists any significant differences between their intercepts and
slope values.
Table 4.1 shows the slope, y intercept and the correlation coefficient of median
frequency for all the trials of subject 1. Looking at table 4.1 and comparing trials 1 and 2
or trials 3 and 4 for intratest reliability and comparing trials 1 and 3, it appears that slope
and the y intercept values has to be tested statistically. For further comparison reference
to tables 3.4 and 3.5 in Appendix A is suggested..
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The RMS values for different channels were very much inconsistent among
subjects. It has been reported that RMS value increases over time for surface electrodes
and decreases over time for cannula electrodes [1]. This increase in RMS value over time
for surface electrodes was observed only in subject 1, 5 and 6 . The RMS value for
bipolar fine wire increased for subjects 1,5 and 6 and decreased over time for other
subjects. Results indicated good correlation values of mean and median frequency inspite
of lower correlation (< 0.5) in RMS value. One such example is the results from subject
2. Due to such ambiguity in results the investigators of this group are considering not
using this parameter as an indicator of fatigue for the remaining subjects. The results of
this study needs to be validated by testing a minimum of 29 subjects, estimated by power
analysis (See Appendix E), with correlation coefficient of 0.5 or better.

Table 4.1 shows the slope, intercept and the correlation coefficient of median frequency
from regression and correlation analysis.
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In conclusion it appears that monopolar fine wire can be used to reliably measure
fatigue but this argument can be validated only after testing 29 subjects. Statistical
analysis will be performed at that time, using ANOVA.

4.3 Suggestions for Future Work
For group I, as discussed in section 4.1, the force signal has to be further processed as it
was observed that variation in force levels had significant effect on correlation coefficient
values and also, at times, results showed a good correlation despite large force variation.
produced by the subject. An example of this is shown in figure 4.2. This suggests that the
force signal has to be further processed and one such processing system was discussed in
section 4.1 but was not tested.
For group II, although signals from 8 channels are presently being recorded, it is clear
from this study that some of the channels (FW1-FW3) and (FW3-FW1) are redundant. By
reducing the number of channels, the number of cables and in turn the interference from
instrumentation noise will be reduced.
Sometimes inconsistency in data has been observed when using fine wire electrodes
and retesting the subject. This may be due to dislodging of fine wire electrodes between
the first and the second session. Therefore the signal from the fine wire electrodes must
be tested before actual acquisition is made. One recommendation is to test the channels
with the Dantech EMG monitoring equipment as it has an acoustic output in response to
the firing motor unit.
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Figure 4.2 A. shows the force maintained at 50 MVC showing large variation in force
level; B shows corresponding least square fit to median frequency.

APPENDIX A

TABLES OF MEDIAN FREQUENCY, MEAN FREQUENCY AND ROOT MEAN
SQUARE OF GROUP II
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Table 3.4 Shows the slope, Y intercept and the correlation coefficient of median frequency from regression and correlation analysis.

Table 3.4 (continued from last page)

Table 3.5 shows the slope, y intercept and the correlation coefficient of mean frequency from regression analysis.

Table 3.5 (continued from last page)

Table 3.6 shows the slope, y intercept and the correlation coefficient of root mean square (RMS) from regression analysis.

Table 3.6 (continued from last page)

APPENDIX B

INSTRUMENTATION

This section briefly describes the instruments used in the fatigue muscle studies for the
two on going research projects at Kessler Institute for Rehabilitation.

1. SURFACE ELECTRODES:
This electrode was used to pick up EMG available from the surface of the skin. The two
types of surface electrode used were the following
a. DelsysTM surface EMG differential electrode and
b. TecaTM bipolar surface bar electrode.

A. Delsys Electrode (#DE02):
This is surface EMG differential electrode having high input impedance, balanced, stable
differential amplifier with a gain of approximately 10. The detection surfaces consists of
two parallel silver bars, each 1.0 cm long and 1.0 cm wide, space 1.0 cm apart.
This electrode does not require any special skin preparation. The electrode can be
attached with adhesive tape. Figure B.1 shows this type of electrode.

B. Teca Electrode (#922-603-1):
This is a surface EMG bipolar passive stainless steel bar electrode. The inter electrode
distance is 3.0 cm. This electrode requires special skin preparation for effective function.
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It is recommended to remove the dead surface layer of the skin along with protective hair
to lower the electrical impedance. This electrode requires gel for effective skin-electrode
contact.

Figure B.1 shows DelsysTM electrode.

2. FINE WIRE ELECTRODE
The fine wire electrode is used to record the EMG signal from deep muscles. The fine
wire electrode used for group II was 201.1m stainless steel wire coated with Teflon which
acts as insulation. This fine wire is assembled in a stainless steel 27-gauge needle.

3. ISOLATION PRE AMPLIFIER (Gould # 11-5407-58)
This amplifier provides the required signal isolation between the subject and the
measuring equipment. The unit can be placed near the signal source. The pre amplifier
conditioned the signal before being degraded by noise pickup or the capacitance of long
signal cables. This amplifier has a gain of 20 and input impedance >1000 mohms. Figure
B.2 show this amplifier.
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4. UNIVERSAL AMPLIFIER (Gould # 13-4615-58)
This amplifier acted as an excellent differential signal conditioner, having high input
impedance, wide bandwidth, low noise. This amplifier served as a biophysiological
amplifier along with the isolation amplifier.
This amplifier has measurement range
"my X 100"

2.5 mV full scale to 10 V full scale.

"my" or "ext my" 25 µV scale to 250 mV full scale.
Attenuation

0.05, 0.1, 0.25, 0.5, 1, 2.5, 5, 10, 25, full scale and off, "mvX100/mv/ext

my" switch and "calibrate" vernier dial
Calibrated Vernier

10 turn vernier to multiply setting of attenuator.

input impedance 100 megohm. Figure B.3 A shows universal amplifier and B shows
isolated preamp connections.
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Figure B.3 A. Gould Universal Amplifier (13-4615-58); B. Isolated Preamp connections.

5 DATA ACQUISITION BOARD (Kiethley MetraByte #DAS1601)
This is a high speed A/D interface board for the IBM PC and its compatibles. The board
installs directly into a computer slot. It can handle samples upto 100ks/sec. It has 16
single ended or 8 differential analog input channels. It also supports software
STREAMER which is a menu-driven data acquisition software for high speed transfer of
DAS-16 data directly to the hard disk.

6. HAND HELD DYNAMOMETER:
This is an instrument used to measure force produced during isometric contraction. This
unit was assembled in-house in our research lab. The force was sensed using a precision
miniature SENSOTEC's load cell model 31. This load cell utilizes high quality strain
gage, precision gaging techniques and welded stainless steel construction to provide
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precise, reliable force measurement. This tension/compression load cell has male threads
to which is attached mounting studs that attaches to a physiotherapist adapter. This
adapter is concave shaped and acts as an interface between the muscle under test and the
transducer. The load cell is excited by the GM unit which has a 10 v transducer excitation
supply, an amplified 0-5V DC output, a 4 1/2 digit display and a shunt calibration on the
front panel. Figure B.4 shows SENSOTECH's model 31 Load cell.

Model 31 Male Threads
(Tension/Compression)

Figure B.4 Sensotech's Load cell.

7. SKIN FOLD CALIPER: (Lange #HB859-12)
This is a precision instrument designed to make accurate measurement of subcutaneous
tissue. It has a pivoted tip which adjust automatically for parallel measurements of skin
fold. It has rectangular faces with well rounded edges at the corners which assures subject
comfort.
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As one half of body fat is located directly beneath the skin, total body fat can be
computed by making skinfold measurements. To make accurate measurements it is
recommended to take skin fold measurement directly under the skin and not through the
clothing. The skinfold was measured by picking up and holding the skin fold with one
hand, while measuring the skinfold with the caliper held by the other hand. Three
measurements are made and the average of three measurements is that of the skinfold.
Figure B.5 A shows the LangeTM skinfold caliper; and B during its use.

A
Figure 13.5 A Lange skinfold caliper; B Caliper in use.

APPENDIX C

Data Acquisition

1. Protocol for The Data Acquisition for Group I
As described in the section 2.3 the data was acquired using an analog to digital
conversion interface board (Kiethley MetraByte #DAS1601) and the data acquisition
software (Kiethley MetraByte #STREAMER V3.5). But, before acquiring data it was
required to create files of appropriate size for data storage. This operation of creating file
was performed using STREAMER'S MKFILE command. The command required to give
the name of the file and the size of the file into terms of kilobytes (KB).
The size of file was calculated using the sampling rate (S) per channel, the number
of channels to be acquired (C), and the total sampling time (T).
size = S x C x T x 2

(KB)

(CA)

The sampling rate (S) chosen for this project was 2000 Hz as the highest frequency was
estimated to be 1000 Hz. The duration (T) of each experiment was 45 sec and number of
channels acquired (C) were 2, one was from EMG picked up by the surface electrode and
other was the force output from the SENSOTEC. Now substituting all this values in the
formula (C.1) gives the file of the required file size.
size = 2000 x 2x 45x 2= 360 (KB)

(C.2)

Due to limitation in the unpack utility, each data file was unpacked into 2 files and
was later joined together before processing using program written in MATLAB (See
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Appendix D for programming details). A batch file, 2file.bat, was used to unpack 2 files
at one time and contained the code as follows:

kunpack2 1. dat,%1.1,0-89999/b/das16
kunpack2 1. dat,45000-179999/b/das16.
An example of execution of this operation on a file at the system prompt using this batch
file is:
2file r120894a
results in
kunpack2 r120894a.dat,r120894a.1,0-89999/b/das16
kunpack2 r120894a.dat,r120894a.2,90000-179999/b/das16.

2. Protocol for Data Acquisition for Group II
The data acquisition board and the data acquisition software were the same as Group I
The size of file was calculated using formula C.1. The sampling rate chosen for this
project was 3000 Hz as the highest frequency component in the signal was estimated to
be 1500 Hz. The duration (T) of each trial was 30 sec and number of channels acquired
(C) were 8, formed as a result of different combinations of fine wire and surface
electrodes as described in the section 2.2.1. Therefore substituting the above parameters
in the equation C.1 yields

size = 3000 x 8x 30x 2=1440 (KB)

(C.3)

Due to limitations in the unpack utility for handling large samples of data and large
memory requirements in Matlab, each data file was unpacked into 15 files of 2 seconds
each at one time using a batch file, 15file.bat , and contained the code as follows:
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kunpack2 %1.dat,%1.1,0-47999/b/das16
kunpack2 %1 .dat,%1.2,48000-95999/b/das16

kunpack %1.dat,%1.15,672000-719999/b/das16.
An example of execution of this operation on a file at the DOS ( disk operating system )
prompt using this batch file is:
15file djr1218a
results in
kunpack2 djr1218a.dat,djr1218a.1,0-47999/b/das16

kunpack2 djr1218a.dat,djr1218a.15,672000-719999/b/das16.

APPENDIX D

FLOW CHART AND PROGRAMMING DETAILS

1. Flow Chart and Programming Details for Group I
This section describes about the software tool developed in MATLAB language for this
group. In this project as discussed in section 1 of Appendix C, a 45 sec file was divided
into 2 files and before processing was joined together using the following program.

INP.M
clear f name
f name=input('Please enter the name of file to be loaded->','s');
file=[];
for i=1:1:2
f_str=sprintf('%s.%s',f_name,num2str(i));
eval(['load ' f_str]);
file=[file
eval(f_name)];
end
eval(['clear ' f name]);

The merged files was then processed for estimation of median frequency and these
median frequency points in turn were processed for linear regression calculation and sent
for plotting as illustrated in the flow chart and the source code as shown below.
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Figure D.1 shows the Flow chart of the software tool developed for group I.

FAT.M
This subroutine is the main routine of the entire source code of this project. This program
calls several other subroutine (functions) and plots the required results.
cl
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disp('
WELCOME
');
disp(' TO THE WORLD OF SIGNAL PROCESSING ');
disp(' AT Kessler Institute for Rehabilitation ');
disp('
disp('

Developed by
Thanks to

Rakesh Maniar
');
John Andrews

');

ana_file=input('Please enter the name of the file without extension--> ','s');
secperblock=input('Please enter #seconds per analysis block :-->');
interestsec=input('Enter the total number of seconds data for analysis:--> ');
tic;
%sampling rate is 2000 for this group.
SampleRate=2000;
originallengthsec=45;
%Duration of the experiment.
%number of samples to read in
originarraylength=originallengthsec*SampleRate;
%num samples to use for analysis
interestarraylength=interestsec*SampleRate;
finalmedianarray=[]; finalmedianpoints=[];
MedianFreqDArray=[];
loadfile=sprintf('%s.asc',ana_file);
disp(sprintf('Accepting first %d data points (%d seconds) as data of
Interest...',interestarraylength,interestsec))
disp(sprintf('Rejecting %d seconds of data from each block...',secperblock-interestsec));
disp(sprintf('Rejecting first %d seconds (1 block) of data...',secperblock));
DMatrix=[];
no_ of_ blocks=fix(originallengthsec/secperblock);
DMatrix=file(1:originarraylength,ch);
blocksize=length(DMatrix)/no_of blocks;
for Block=2:1:no_of_blocks,
disp(sprintf('**********%d**',Block))
TempArray=DMatrix((Block-1)*blocksize+1:(Block*blocksize));
FinArray=TempArray(1:interestarraylength);
MedianFreqDPoint=musc(FinArray,SampleRate);
clear TempArray FinArray;
MedianFreqDArray=[MedianFreqDArray MedianFreqDPoint];
end
finalmedianarray=MedianFreqDArray;
end

%determine least-squares fit and plotting result
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for i=1:1:1
VarY=linedraw(finalmedianarray,sprintf('%s.%s',ana_file,num2str(i)),
secperblock);
%least squares fit routine
end
%Generate plots of raw dat
%scale to Sec for plotting
t=1:10:length(DMatrix);
taxis=t/SampleRate;
figure
subplot(2,1,1)
plot(taxis,file(t,1),'r')
V=axis;
grid
title(sprintf('%s raw data report',ana_file))
xlabel('Amplitude vs. Sec')
subplot(2,1,2)
[b,a]=butter(1,.00025);
%processing force channel
filt_force=filter(b,a,file(:,2));
%using low pass filter at cut off at 0.5 Hz.
plot(taxis,filt_force(t)/4.125,'c')
grid
ylabel('Force lbs')
xlabel('Sec')
title('Force maintained at 50% Maximal Voluntary Contraction')
toc

MUSC.M
function medfreq=musc(x,Fs);
% Determines median frequency trend from array of EMG data
% lowerfreq is lower frequency for plotting spectrum
% upperfreq is higher frequency freq for plotting spectrum
% timelength is number of seconds of data to run
%
fftsize is size of fft to calculate
%
Fs is sampling rate of the signal
lowerfreq=3 0;
upperfreq=512;
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% prevent a 0 in lower frequency
if lowerfreq<=0,lowerfreq=.2;, end
%take FFT
clear y w
fftsize=length(x);
low=fftsize*lowerfreq/Fs;
high=fftsize*upperfreq/Fs;
%put alternative fft method here
x=x-mean(x);
fftx=fft(x,fftsize);
Pyy=fftx.*conj(fftx)/fftsize;
f=Fs* (0:(fftsize/2-1))/fftsize;
clear fftx w x y
% calculate median frequency
i=low-1;
ampsum=0;
desired=sum(Pyy(low:high))/2; %taking data between frequencies
while ampsum < desired
i=i+1;
ampsum=Pyy(i) + ampsum;
end
medfreq=f(i);

LINEDRAW.M
function P=linedraw(x,plotfitfilename,SecondsPerBlock)
% linedraw.m
% Creates a new vector based on linear regressionand plots data with best-fit line, slope,
intercept, and correlation coefficient.
% USES data in workspace: x
% USES data in workspace: plotfitfilename
% CREATES 1x3 vector P=[slope, intercept,coeff]
% CALLS Function LineFit for regression calculations
last=length(x)
P=linefit(x(1:last))
newx=l :1:last-1 ;
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newpfity=P(2)+P(1).*newx;
figure
plot(x(1:last),'c*')
hold
plot(newpfity,'r')
hold off
tstring1=sprintf('slope = %4 .3 f ,P(1));
tstring2=sprintf('y int = %4.3f,P(2));
tstring3=sprintf('r val = %1.3f,P(3));
text(6,min(x(2:last))+1.*(max(x(2:last))-min(x(2:last))),tstring1)
text(6,min(x(2:last))+.95*(max(x(2:last))-min(x(2:last))),tstring2)
text(6,min(x(2:last))+.90*(max(x(2:last))-min(x(2:last))),tstring3)
title(sprintf('%s sequential %d sec. intervals',plotfitfilename,SecondsPerBlock))
label(' Interval Number')
ylabel('Median Frequency over 30-512F12)
clear newx newpfity tstring1tstring2 tstring3 P

LINEFIT.M
%Function Linefit.m
function lineFit=fit(y)
% Determine coefficients of a least-squares fit to
% data vector passed in y, storing parameters in
% 1x3 vector P[ slope intercept coeff]
% USES data passed in y
% CREATES 1x3 vector P=[slope, intercept, rcoeff]
x=1:1:length(y);
Mnum=sum(x.*y)-sum(x)*sum(y)/length(x);
den=sum(x.*x)-sum(x)^2/length(x);
Mslope=Mnum/den
%Bintercept
Bnum=[sum(x.*x)*sum(y)-sum(x)*sum(x.*y)]/length(x);
Bintercept=Bnum/den;
rcoeff=Mnum/sqrt(den*[sum(y.*y)-sum(y)^2/length(x)]);
lineFit=[ Mslope Bintercept rcoeff];
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This is basically user friendly program wherein the user has to enter few information it
asks for and has to wait for only 15 sec to process a file. The gist of this program is that it
has been written in batch mode and it automatically picks n sec of data ( 2 secs for this
project) process it and again load another n sec till end of data is reached.

2. Flow Chart and Programming Details for Group II
This section describes about the program developed in MATLAB language for this
group. As discussed in the section 2.6 it was required to estimate median frequency, mean
frequency and root means square for all the 8 channels contained in each of the 15 two
sec files. The entire processing of data has been illustrated in the flow chart. The source
code written to achieve this goal has been provided below.
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File name...?
sec/block for analysis=?
Duration of experiment=?
(fatigue.m)

Power spectrum
estimation; Median and
Mean frequency
calculations.
(musc.m)

Root mean square
estimation.
(rms1.m)

Linear regression and
correlation calculations.
(meanline.m,
rmsline.m, newline.m,
linefit.m)

Plot median, mean
frequency and rms points,
show line fit and values for
slope, y-intercept and
correlation coefficient.
(fatigue.m)

Figure D.2 shows the flow chart of the software developed for Group II

FATIGUE.M
dle
disp('
WELCOME
');
disp(' TO THE WORLD OF SIGNAL PROCESSING ');
disp(' AT Kessler Institute for Rehabilitation ');
disp('

Developed by

Rakesh Maniar

filestr= nput('Enter the name of the file without extension-->','s');
i
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interestsec=input('Please enter #seconds per analysis block:--> ' );
stotalsec=input('Please
amplert=30;
enter the total seconds of experiment:-->');
unpacksec=2;
tic
originarraylength=unpacksec*samplerate;
interestarraylength=interestsec*samplerate;
numoffiles=ceil(totalsec/unpacksec);
finalmedianarray=[]; finalrmsarray=[]; finalmeanarray=[];
finalmedianpoints=[];finalrmspoints=[]; finalrmspoints=[];
for f = 2:1:numoffiles,
disp(sprintf('*************%d**** *',f))
filename=sprintf('%s.%s',filestr,num2str(f));
eval(['load ' filename]);
file=eval(filestr);
% file loaded
for ch =1:1:8,
disp(sprintf('******************%d.%d*',f,ch))
file_ch=file(1:interestarraylength,ch);
len=length(file_ch);
[medianpoint meanpoint]=mus(file_ch(1:len),samplerate);
rmspoint=rms1(file_ch(1:len));
medianarray=([medianarray medianpoint]);
meanarray=([meanarray meanpoint]);
rmsarray=([rmsarray rmspoint]);
end
finalmedianpoints=([finalmedianpoints medianarray]);
finalmeanpoints=([finalmeanpoints meanarray]);
finalrmspoints=([finalrmspoints rmsarray]);
medianarray=[]; rmsarray=[]; meanarray=[];
end
[ml m2 m3 m4 m5 m6 m7 m8]=separate(finalmedianpoints,ch);
[r1 r2 r3 r4 r5 r6 r7 r8 ]=separate(finalrmspoints,ch);
[q1 q2 q3 q4 q5 q6 q7 q8 ]=separate(finalmeanpoints,ch);
finalmedianarray=[finalmedianarray; ml' m2' m3' m4' m5' m6' m7' m8' ];
finalmeanarray=[finalmeanarray; q1' q2' q3' q4' q5' q6' q7' q8'];
r4' r5' r6' r7' r8'];
finalrmsarrav=[finalrmsarray; r1' r2'
clear r1 r2 r3 r4 r5 r6 r7 r8 ml m2 m3 m4 m5 m6 m7 m8
clear q1 q2 q3 q4 q5 q6 q7 q8
% least square fit and generating result
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savemed=sprintf('%s.m',filestr);
saverms=sprintf('%s.r',filestr);
savemea=sprintf('%s.n',filestr);

%save mean, median frequecy and rms
%point

eval(['save ' savemed ' finalmedianar ay -asci ']);
eval(['save ' saverms ' finalrmsarray -ascii']);
eval(['save ' savemea finalmeanarray -ascii']);
for I =1:1:8,
newline(finalmedianarray(:,I)',sprint f('%s.%s',filestr,num2str(I)),interestsec);
meanline(finalmeanarray(:,I)',sprint f('%s.%s',filestr,num2str(I)),interestsec);
rmsline(finalrmsarray(:,e',sprintf('%s.%s',filestr,num2str(I)),interestsec);
end
toc

MUS.M
function [medfreq, meanfreq] =mus(x,Fs);
% Determines median frequency trend from array of EMG data
% lowerfreq is lower freq for plotting spectrum
% upperfreq is upper freq for plotting spectrum
% timelength is number of seconds of data to run
%
fftsize is size of fft to calculate
% Fs is sampling rate of the signal
lowerfreq=30;
upperfreq=1000;
% prevent a 0 in lower frequency
if lowerfreq<=0,lowerfreq=.2;, end
%take FFT
fftsize=length(x);
hig=ftsze*uprq/F;
high=fftsize*upperfrecgs;

%put alternative fft method here
x=x-mean(x);
fftx=fft(x,fftsize);
Pyy=fftx.*conj (fftx)/fftsize;
f=Fs*(0:(fftsize/2-1))/fftsize;
clear fftx
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% calculate median frequency
i=low-1;
ampsum=O;
desired=sum(Pyy(low:high))/2; %taking data between frequencies
while ampsum < desired
i=i+1;
ampsum=Pyy(i) + ampsum;
end
medfreq=f(i);

% calculate mean frequency
j=low:high;
Py=Pyy';
meanfreq=sum((Py(j).*f(j)))/(sum(Py(low:high)));

RMS1.M
%Computes RMS value of array of data
function y = rms 1 (x);
m x=x-mean(x);
rect_m_x=sqrt(m_x.^2);
y=sqrt(mean(rect_m_x.^2));

%remove de level

SEPARATE.M
%This separates datafile into 8 channels
[a, b, c, d, e,f,g,h] =separate(datafile,ch);
tempi=[];
tempx=datafile;
j= 1 : 1 :length(tempx)/ch;
n=1:ch:length(tempx);
%first channel data
a(j)= tempx(n);
%second channel data
b(j)=tempx(n+1);
%third channel data
c(j)=tempx(n+2);
%fourth channel data
d(j)=tempx(n+3);
%fifth channel data
e(j)=tempx(n+4);
%sixth channel data
f(j)=tempx(n+5);
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g(j)=tempx(n+6);
h(j)=tempx(n+7);

%seventh channel data
%eighth channel data

NEWLINE.M
function P=newline(x,plotfitfilename,SecondsPerBlock)
% Creates a new vector based on linear regression
% and plots data with best-fit line, slope, intercept,
% and correlation coefficient.
% USES data in workspace: x
% USES data in workspace: plotfitfilename
% CREATES 1x3 vector P=[slope, intercept,coeffi]
% CALLS Function LineFit for regression calculations
last=length(x)
P=linefit(x(1:last))
newx=1:1:last;
newpfity=P(2)+P(1).*newx;
figure
plot(x(1:last),'w*' )
hold
plot(newpfity,'r')
hold off
tstring1=sprintf('slope = %4.3f',P(1));
tstring2=sprintf('y int = %4.3f',P(2));
tstring3=sprintf('r val = %1.3f',P(3));
text(7,min(x(1:last))+1.*(max(x(1:last))-min(x(1:last))),tstring1)
text(7,min(x(1:last))+.95*(max(x(1:last))-min(x(1:last))),tstring2)
text(7,min(x(1:last))+.90*(max(x(1:last))-min(x(1:last))),tstring3)
title(sprintf('%s sequential %d sec. intervals',plotfitfilename,SecondsPerBlock))
label(' interval number')
ylabel('Median Frequency over 30-10OOHz')
clear newx newpfity tstringl tstring2 tstring3 P

1VIEANLINE.M
function Q=meanline(x,plotfitfilename,SecondsPerBlock)
% Creates a new vector based on linear regression
% and plots data with best-fit line, slope, intercept,
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% and correlation coefficient.
% USES data in workspace: x
% USES data in workspace: plotfitfilename
% CREATES 1x3 vector P=[slope, intercept,coeff]
% CALLS Function LineFit for regression calculations
last=length(x)
P=linefit(x(1:last))
newx=1 :1 :last;
newpfity=P(2)+P(1).*newx;
figure
plot(x(1:last),'w*')
hold
plot(newpfity,'r')
hold off
tstring1=sprintf('slope = %4.3f',P(1));
tstring2=sprintf('y int = %4.3f',P(2));
tstring3=sprintf('r val = %1.3f',P(3));
text(10,min(x(1:last))+1.*(max(x(1:last))-min(x(1 :last))),tstring 1)
text(10,min(x(1:last))+.95*(max(x(1:last))-min(x(1:last))),tstring2)
text(10,min(x(1:last))+.90*(max(x(1:last))-min(x(1:last))),tstring3)
title(sprintf('%s sequential %d sec. intervals',plotfitfilename,SecondsPerBlock))
xlabel(' interval number')
ylabel('Mean Frequency over 30-1000Hz')
clear new newpfity tstringl tstring2 tstring3 P

RMSLINE.M
function P=rmsline(x,plotfitfilename,SecondsPerBlock)
% Creates a new vector based on linear regression
% and plots data with best-fit line, slope, intercept,
% and correlation coefficient.
% USES data in workspace: x
% USES data in workspace: plotfitfilename
% CREATES 1x3 vector P=[slope, intercept,coeff]
% CALLS Function LineFit for regression calculations
last=length(x)
P=linefit(x(1:last))
newx=1 :l : last;
newpfity=P(2)+P(1). * newx;
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figure
plot(newx,x(1 :last),'w+',newx,x(1:last),'g-')
hold
plot(newpfity,'r')
hold off
tstring1=sprintf('slope = %4.3f ,P(1));
tstring2=sprintf('y int = %4.3f,P(2));
tstring3=sprintf('r val = %1.3f,P(3));
text(10,min(x(1:last))+1.*(max(x(1:last))-min(x(1:last))),tstring1)
text(10,min(x(1 :last))+.95*(max(x(1:last))-min(x(1:last))),tstring2)
text(10,min(x(1:last))+.90*(max(x(1:last))-min(x(1:last))),tstring3)
title(sprintf('%s sequential %d sec. intervals',plotfitfilename,SecondsPerBlock))
xlabel(' interval number')
ylabel('Root Mean Square ')
clear newx newpfity tstring1 tstring2 tstring3 P

LINEFIT.M
function lineFit=fit(y)
% Determine coefficients of a least-squares fit to
% data vector passed in y, storing parameters in
% 1x3 vector P[ slope intercept coeff]
% USES data passed in y
% CREATES 1x3 vector P=[slope, intercept, coeff]
x=1 : 1 :length(y);
Mnum=sum(x.*y)-sum(x)*sum(y)/length(x);
den=sum(x.*x)-sum(x)^2/length(x);
Mslope=Mnum/den
%Bintercept
Bnum=[sum(x.*x)*sum(y)-sum(x)*sum(x.*y)]/length(x);
Bintercept=Bnum/den;
rcoeff=Mnum/sqrt(den*[sum(y.*y)-sum(y)^2/length(x)]);
lineFit=[ Mslope Bintercept rcoeff];
This is also very user friendly program. This program assumes that 15 files of 2 sec each
is available in the working directory. While processing the file it gives visual display to
user as to which file and which channel in that file it is processing. The processing time
for one entire 30 sec file is approximately 3 minutes.

APPENDIX E

POWER ANALYSIS

Power analysis is a tool for estimating the number of subjects required to detect both
clinically and statistically the differences between the two groups. In order to perform
power analysis, the following specifications are required:
a. Null hypothesis and one or two tailed alternative hypothesis.
b. Alpha ( a) level.
c. Beta ( ß ) level and
d. Effect size.
The number of subjects needed in a study can be decreased by increasing alpha, beta or
the effect size [25].
Discussing each of these specifications very briefly, the purpose of hypothesis
testing is to aid clinicians, researchers, or administrators in reaching a decision
concerning a population by examining a sample from that population. A hypothesis may
be defined simply as a statement about one or more populations.[10]. There are
essentially two statistical hypotheses: Null hypothesis, also referred to as a hypothesis of
no differences between two groups, and an alternative hypothesis, the hypothesis that
disproves the null hypothesis. If both large and small values of test statistics will cause
rejection of the null hypothesis, this is called two sided hypothesis testing and if either
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sufficiently small values only or sufficiently large values only will cause rejection of the
null hypothesis; one sided hypothesis is said to be tested.
The alpha level is the probability of rejecting a true null hypothesis. Since
rejecting a true null hypothesis will constitute an error, it becomes reasonable to make the
alpha as small as possible. The most frequently used values for alpha are 0.01, 0.05, and
0.10. [10]. The error committed when a true null hypothesis is rejected is called a type I
error. The beta level is the error (type II) committed when a false null hypothesis is
accepted. The probability of committing a type II error is designated by

p. The effect size

is the amount of difference between groups one wants to be able to detect.
Let us discuss the power analysis techniques used for the two ongoing research
projects at the Kessler Institute for Rehabilitation designated as group I and group II

1. Power Analysis for Group I:
This study establishing normal values for the median frequency and its slope with
fatigue is a descriptive study as the variable of interest (the range of median frequency) is
a continuous variable. To establish the sample size, the following steps are to be
performed:
a. Estimation of the standard deviation of the variable of interest.
b. Specification of the desired precision (total width) of the interval.
c. Selection of the confidence level.
Table E.1 is then used to determine the number of subjects required to validate the
results.
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We performed the above steps using the following values:
a standard deviation of 8 Hz ( based on previous study[11]); total width of confidence
interval of 4 Hz, giving the standardized width of the confidence interval ( computed as
total width divided by standard deviation) of 0.5; and chosen confidence level of 95%.
Referring to table E.l and reading across from a standardized width of 0.5 in the.leftmost
column and down from the 95% confidence level, the required sample size is 62 subjects.

Table E.1 Sample size for common values of W/S.

Source: S. B. Hulley and S. R. Cummings, "Sample size for a descriptive study for a continuous variable,"
Designing Clinical Research. (Philadelphia: Williams & Wilkins) 219.

2. Power Analysis for Group II
The power analysis of this group concerning different electrode types and placement was
based on ability to detect a correlation coefficient of 0.5 or better, with G3 of 0.2 and with
a two tailed a of 0.05; and referring to table E.2 reading across from the correlation
coefficient ( r ) of 0.5 in the leftmost column and down from the two-tailed a of 0.05 and
13 of 0.2 shows 29 subjects are needed to validate results.
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Table E.2 Sample size for revealing a correlation.

Source: S. B. Hulley and S. R. Cummings, "Total sample size required when using the correlation
coefficient ," Designing Clinical Research. (Philadelphia: Williams & Wilkins) 218.
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